Background: Laparoscopic and robotic surgeries have become popular, and this popularity is increasing. However, the environment in which such surgeries are performed is rarely discussed.
Introduction
Laparoscopic surgery has become extremely popular, and its popularity continues to increase (1) .
The devices, procedures, and anatomical knowledge used in laparoscopic surgery have greatly improved in recent years. However, the environment in which laparoscopic surgery is performed has received much less attention.
The environment in which a surgical procedure is performed is a fundamentally important factor. Laparoscopic surgery is usually performed in a gas-filled environment, and the most popular medium is carbon dioxide (CO 2 ) gas. The safety of CO 2 pneumoperitoneum has been established; however, CO 2 pneumoperitoneum is not a physiological condition, and its influences on the body have not been fully elucidated (2) . Additionally, increased CO 2 consumption is not environmentally favorable from an ecological viewpoint.
Space exploration has recently been progressing. Longer stays in space require preparations for sufficient medical care (3) . Thus, the ability to perform surgical procedures in space crafts or space stations is also required. Because of the limited volume within space crafts, CO 2 consumption during laparoscopic surgery should be avoided.
These issues raise the possibility of the use of space-occupying materials other than CO 2 gas for laparoscopic surgery. Liquid may be one such candidate material. Ascitic fluid is a physiological material, and its volume increases in some pathological conditions. Therefore, artificial ascites may be favorable for laparoscopic surgery. In the past, visual disturbances caused by bleeding prohibited the performance of underwater laparoscopic surgery. However, laparoscopic surgery now induces less bleeding because of the recent development of procedures and devices; thus, underwater laparoscopic surgery may be possible. In fact, experimental underwater laparoscopic cholecystectomy in a swine model has been reported (4), and we have reported saline-filled laparoscopic liver resection in a rabbit model (5) . In the clinical setting, underwater endoscopic surgery is an established technique for transurethral resection of the prostate (6) and arthrosurgery (7) . Therefore, the feasibility of underwater laparoscopic surgery should be further explored.
Robotic surgery, now available through the da Vinci Surgical System (Intuitive Surgical Inc., Sunnyvale, CA, USA), was developed to overcome the drawbacks of laparoscopic surgery such as unsteadiness of the handheld camera and a limited degree of freedom when using forceps (8) .
Robotic surgical systems provide stable three-dimensional vision and precise movement of forceps with seven degrees of freedom using an anti-tremble filter. Additionally, such systems are available for telesurgery. Therefore, the performance of robotic surgery is expected to be superior to that of laparoscopic surgery in different environments.
However, because robotic surgery has specific benefits and drawbacks in different clinical situations, the indications for robotic surgery should be selective (9) . Robotic surgery is useful for performance of meticulous procedures in fixed and narrow surgical fields such as the pelvic cavity, but is less useful in wide surgical fields (8) .
The present study was conducted to evaluate the performance of underwater robotic surgery.
A robotic suturing task was used for this purpose because suturing is one of the specific procedures made easier with robotic surgery in many cases (10, 11) .
Material and Methods
An experimental robotic suturing task was designed to evaluate the performance of underwater robotic surgery compared with robotic suturing performed in the usual air environment. Using a robotic surgical system, the suturing task was performed in two different environments: underwater and in air (control). Robotic performance was expected to be more difficult in the underwater environment than in the control environment.
The da Vinci Surgical System S, which contains three instrument arms, was installed onto the experimental equipment; a large needle driver was attached to the right arm, and a fenestrated forceps was attached to the left. A nonwoven fabric polyester sheet was used to cover a stainless wire tray, and the fabric sheet was marked for the suturing task as described below. The marked sheet was then weighted and placed in a tank without fixation to the bottom, allowing mobility and buoyancy during underwater surgery. Two identical sets were prepared (one for each environment); the tank for the underwater environment was filled with water ( Figure 1 ). An elaborate suturing task was designed to simulate reconstruction of a tube or tubular organ. The task involved ligation and placement of a running suture around a small circle (inner diameter, 10 mm; outer diameter, 15 mm) ( Figure 2 ), which was dotted 16 times at even distances.
The suture began and ended at the 3-o'clock position, progressing in the counterclockwise direction using 3-0 surgical silk (Ethicon, Inc., Somerville, NJ, USA) ( Figure 3 ). The first stitch was ligated three times, and the 16th stitch was completed with an Aberdeen knot. This suturing task was intended for robotic surgery because it was deemed too difficult to perform using laparoscopic devices.
One surgeon certified in robotic surgery performed all tasks, both underwater and in air.
After setting up the experimental model, the suturing task was practiced eight times before performing the study. The task was then randomly performed eight times in each environment. The order was a computer-generated list of a random set provided by an independent physician. All performances of the task were recorded with a video recorder.
The two outcome measures were time and integrity. Time was defined as the duration in seconds from placement of the first stitch to completion of the last tie. Integrity was evaluated using four factors: accuracy, tightness, thread damage, and uniformity. Each factor was evaluated using a five-point scale according to one person's subjective assessment (a laparoscopic surgeon blinded to the assignments). The overall integrity score was then determined by adding the scores of the four factors.
All values are presented as mean ± standard error. Student's t-test was used to compare the two surgical environments with respect to normally distributed variables. Differences were assessed using two-sided tests with an alpha level of 0.05. The analyses were performed using R 3.1.2 (R Foundation for Statistical Computing, Vienna, Austria).
Results
The main results of the study are shown in Figure 4 . Although the difference was not statistically significant, the mean task time was shorter in the underwater environment (712 s) than in the control environment (780 s) (p = 0.114). Similarly, the mean integrity score was higher in the underwater environment (17.6) than in the control environment (15.9) (p = 0.075). Because neither the task time nor the integrity score was related to the order in which the task was performed, the learning curve did not influence the data. Therefore, performance of the robotic suturing task underwater was not inferior to its usual performance in air.
The details of the integrity score are shown in Figure 5 . The redundancy score was significantly different between the two environments. Although the other scores showed no significant differences, the scores for all factors were higher underwater than in air.
Overall, these data suggest that the performance of robotic suturing underwater is not inferior to its ordinary performance in air.
Discussion
In this study, the performance of robotic suturing underwater was not inferior to that in air; in fact, our data suggest that it is superior. Robotic suturing has been confirmed to be beneficial for meticulous and precise reconstruction of tubular organs and has a rapid learning curve, and its performance time may be shorter than that of laparoscopic procedures (10, 11) . The present study revealed that the benefits of robotic suturing underwater are similar to those in air.
Despite some expected difficulties in the underwater environment, such as visual disturbances and difficulty of manipulation, robotic suturing underwater exhibited feasibility. In the present study, some aspects of underwater robotic manipulation were superior to those of standard robotic surgery. One potential contributor to this finding is the presence of water resistance, which may promote smooth hand and instrument motion. The underwater environment reduces the mechanical vibration of robotic arms during rapid motion. The stability of the three-dimensional camera in the robotic surgical system is one of its most beneficial features, and this stability is also an advantage when used underwater. A previous study confirmed that laparoscopic surgery can be performed in environments of minimal gravity (12) . An underwater environment may provide similar conditions because the water buoyancy counteracts the effects of gravity.
The present experiment was performed by just one robotic surgeon. However, it was performed with randomization and blinded evaluation and adequately demonstrated the effectiveness of robotic suturing underwater compared with usual suturing in air. Additionally, water was used instead of saline, which is used for wet labs; however, the difference between water and saline is not expected to have a great impact on the suturing performance of laparoscopic surgery.
In vivo surgery performed underwater has many practical issues (13) . The most important issue is the potential inability to adequately visualize bleeding. If the surgical field cannot be visualized, the surgical procedure cannot be performed. Previous experiments involving underwater surgery have shown that bleeding occurs in five patterns: droplet, streamer, cloud, pooling, and dispersion (13) . Effective techniques for hemostasis and resolution of ascites are required.
Additionally, complications associated with the viscera would be handled differently in vivo than in an experimental model. What physiological changes occur in association with artificial ascites?
What effect does light refraction have on laparoscopic surgery in vivo? These issues must be resolved one by one. The present study represents the first step in the investigation of underwater robotic surgery.
The present study has shown the suturing performance of robotic surgery underwater. As described above, laparoscopic surgery underwater has some difficulties, such as a clear view without bleeding or floating viscera. These problems of underwater surgery are similar to those of surgery performed in low gravity (13) . The recent development of energy devices has enabled less bleeding during surgery and the performance of experiments involving laparoscopic surgery underwater (4, 5) . However, such devices are not applicable to the performance of surgery in the clinical setting. Although laparoscopic or robotic surgery underwater cannot yet replace ordinary laparoscopic surgery, an experiment involving robotic arthrosurgery underwater has shown benefits of robotic surgery (14) . Development of new devices and procedures is needed to establish the feasibility of robotic surgery underwater. 
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